ABRERE

Certificate of Analysis

RREES 1019
Certificate No.
a—Fk 21D601~606
Code No.
# 8 4 D-dimer
Product Calibrator (STD)

HERERERH Year MM DD

Examination date 2021/9/13
®AHE &
Result Accepted
Examination Reagent Lot 106AAI
Manufactured Date 2021/9/13
Year/MM/DD
Expiry Date 2023/03
EZhEIR Year/MM
Analytes Result
HBsAg negateve(-)
HIVab negateve(-)
HCVab negateve(-)
Calib.-1 (*WHITE) 0.0 pg/mL
Calib.-2 (*BLUE) 0.52__ up g/mL
Calib.-3 (*GREEN) 1.3_upg/mL
Calib.-4 (*YELLOW) 5.9 ug/ml
Calib.-5 (*ORANGE) 14.2 pg/mlL
Calib.-6 (¥PINK) 36.5 ug/mL

* Color of cap

#HRAettz2—xhx—
UMA Co.,Ltd

* From this lot, the dissolution amount will be changed to 1.0 mL / vial.
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