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Product Code No. 11C034
w4 A% — hs—CRP
Product Name ( MEASURE hs - CRP)
HEBRERFA B year/month/ day
Examination date 2023/2/3
RAHIE ~
ot &¥% / Passed
RERIE R-1:Code No. 11C134 Lot No. 127ACB
Examination Reagent R-2:Code No. 11C234 Lot No. 127ACB
wEFEARH 2023/2/1
Manufactured Date year/month/day
R 2024/02
Expiry Date year/month
IHrNE / Analytes & / Standard %5 5 /Result
R-1 Colorless Pass test
Appearance
R-2 Opalescent Pass test
pH R-1 8.10 ~ 8.30 8.12
(at 20°C) R-2 7.90 ~ 8.10 7.94
Blank mAbs. < 15 0
Sensitivity Std.Level 6 mAbs. = 350 516
Precision /with in run (C.V.) < 5.0%(n=10) 0.70%
Accuracy (¥) Control-1 1.19 90% ~ 110% 95%
(mg/dL) |[Control-2 2.52 90% ~ 110% 96%
(x) avbo— Loy MEFRIIRRMEILEEINE T, {*) The displayed value changes when the control lot is changed.
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