ABRAEE

Certificate of Analysis

BRaeta—x A —
UMA CO,,LTD
HAREE ST
Certificate No. 1039
dfha—FK
Product Code No. 11D001
® R4 AV — D—HA~v—
Product Name ( MEASURE D-Dimer )
REBREMmFEA H year/month/day
Examination date 2023.01.06.
HEHE A
- &8 / Passed
MRAEFIK R-1:Code No. 11D101 Lot No. 126ABL
Examination Reagent R-2:Code No. 11D201 Lot No. 126 ABL
®EFEAR 2022/12/23
Manufactured Date year/month/day
A HARR 2024/06
Expiry Date year/month
SIHTAZE / Analytes ##5 / Standard & 2 /Result
A an R-1 Colorless to pale Pass test
earance
PP R-2 White Pass test
pH R-1 7.80 ~ 8.60 8.11
(at 20C) R-2 5.70 ~ 6.50 6.08
Sensitivity STD-1{(0.0ug/mL) x107% Abs. = 20 -94
STD-2|(1.8ug/mL) x10™ Abs. > 60 105
Precision /with in run (C.V.) < 5.0% (n=10) 3.98%
* Accuracy CNT-L 1.12 90% ~ 110% 99%
(ug/mL) |CNT-H 13.00 95% ~ 105% 105%
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(*) The displayed value changes when the control lot is changed.
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