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UMA CO.,LTD
RBREEE
Certificate No. 1996
BEa—K
Product Code No. 11HOI1
w4 AV¥%— HbAlc II
Product Name ( MEASURE HbAlc I )
HEBREMSA H year/month/day
Examination date 2023/2/1
RO /_\
Rosult ¥ / Passed
BRAERIE R-1:Code No. 11H111 Lot No. 434ACB
Examination Reagent R-2:Code No. 11H211 Lot No. 434ACB
HESFEA A 2023/2/1
Manufactured Date year/month/day
AR 2025/02
Expiry Date year/month
SHTNE / Analytes ##& / Standard ¥ B /Result
R-1 chyler soin. Pass test
Appearance
R-2 Colorless Pass test
pH R-1 8.00 ~ 8.30 8.15
(at 20°C) R-2 5.45 ~ 6.00 5.73
Blank mADbs. less than 700 513
Sensitivity 16.5 (Std5) mAbs. more than 1400 2247
Precision /with in run (C.V.) < 3.0%(n=10) 0.31%
Accuracy (¥) Control-1 5.2 95% ~ 105% 100%
(%) |Control-2 10.6 95% ~ 105% 102%
*) v ho—L oy NEFERIF EEITEEINET, (*) The displayed value changes when the control lot is changed.
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tester Quality Control Manager Manufacturing Control Manager
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