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Product Code No. 111001
o8 4 A% — UA
Product Name ( MEASURE UA)
RBREmEH B year/month/day
Examination date 2022/11/7
RAHE N
ot A¥& / Passed
REREK R-1:Code No. 11U101 Lot No. 168ABK
Examination Reagent R-2:Code No. 11U201 Lot No. 168ABK
fEFEAR 2022/11/2
Manufactured Date year/month/day
B NEAR 2024/11
Expiry Date year/month
IHTAE / Analytes & / Standard 55 /Result
R-1 Colorless~Slightly Red Pass test
Appearance "
R-2 Slightly Yellow Pass test
pH R-1 7.00 ~ 7.20 7.10
(at 20C) R-2 6.60 ~ 6.90 6.75
Blank mAbs. 1 ~ 50 1
Sensitivity 10 mg/dL mADbs. 40 ~ 100 67
Precision /with in run (C.V.) < 3.0%(n=10) 1.03%
Accuracy (¥) Control-1 4.80 95% ~ 105% 103%
{mg/dL) |Control-2 10.80 95% ~ 105% 103%
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(*) The displayed value changes when the control lot is changed.
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Quality Control Manager
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Manufacturing Control Manager




