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Certificate of Analysis
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UMA CO.,LTD
HREES
Certificate No. 1129
oK
Product Code No. 11U003
w4 AV¥—UN
Product Name ( MEASURE UN)
REREWSEA A year/month/day
Examination date 2023/2/10
RATRE ~
et &¥% / Passed
BRERZK R-1:Code No. 11U103 Lot No. 210ACB
Examination Reagent R-2:Code No. 11U203 Lot No. 210ACB
#sEFEA A 2023/2/8
Manufactured Date year/month/day
HER 2024/08
Expiry Date year/month
SIHTRZ / Analytes #H#% / Standard %55 /Result
A 0 R-1 Colorless Pass test
earance
PP R-2 Colorless Pass test
pH R-1 9.35 ~ 9.60 9.41
(at 20C) R-2 8.40 ~ 8.70 8.54
Reagent Blank mAbs. 1500 ~ 2400 2280
Blank (-A) mAbs/min 0 ~ 13 0
Sensitivity 50.0 mg/dL (-A) mAbs/min 28 ~ 110 84
Precision /with in run (C.V.) < 3.0%((n=10) 0.67%
Accuracy (%) Control-1 12.5 95% ~ 105% 100%
(mg/dL) |Control-2 34.3 95% ~ 105% 101%
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(*) The displayed value changes when the control lot is changed.
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