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Chiit chuin cho Xé nghi¢m Bilirubin
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1. MUC DiCH SUDUNG

Chiit chudn ding cho dinh lrgng Bilirubin (T-Bil vii D-Bil)
rong mdu.

Chi sir dung cho xét nghi¢m fn Fitro,

2. THANH PHAN VA DONG GOI1

Lo chit Iclm:in dang déng kho c6 chira vit ligu Bilirubin
chiét xudt tir huyét thanh nguéi vai chit on dinh, cin hodn
nguyén hoin todn véi mrde cat nrde khi st dyng.

Béng g6i: Lo chit chuan 2mL (dd hoan nguyén)

3. HUONG DAN SU DUNG
Chudn bj chit chuin BIL Calibrator.

1. Loai bo nip bao nhém cia lo chit chuin va nhe
nhing nhic nip cao su ra khoi miéng lo, winh dé
viromg vii chit chudn ra ngodi. Thém chinh xic
2mL mirée cit pha tiém vio lo chit chuan.

2. Pong nhg nhimg nip cao su lai. sau do dé lo chit
chuan én dinh & nhiét do phong trong 20 phit.
TRANH ANH SANG. Boi khi dio lo chilt chuin
dé vit liéu chuin déng khé tan hoin toin.

3. Hit chit chuin vio dung cu chira (vi dy eppendorf)
deé bao quin vi sir dyung sir dung pipet sach.

Bdo quin

Chit chuin sau hodn nguyén sé c6 d6 bén tiy thude vio dicu
ki¢n bio quin nhir bing dudi diy:

Bieu kien Whigt dd = "

Chiil phing = ey
1-RIIL 24 gio 5 ngay 14 ngav
T-BIL 24 gir 5 ngiy 14 ngay

Bra chat chuan ve nhig¢t dg phong mrdc khi sir dung.

4. GIA TRI GAN

Tham khao bing gid tri di kém vai img 16 san phim.

5. BAO QUAN VA HAN SU DUNG
Bio quan: & dicu kién lanh vi tranh dnh sang (2 - 8°C).
Théri han sir dung: 18 thing ké tir ngdy san xut.

Han sir dung durgre in trén tem nhiin cia lo.

6. CANH BAO VA THAN TRONG

- San pham ¢6 thanh phén giong Vi huyét thanh ngudi. Cin
thin trong de winh nguy co lay nhiem tir bénh phim. Khong
diing miéng hi, thoi mau.

- Néu san pham bi ro ri, tién hanh khur tring bing can 80 do
vi lau sach dé tranh nguy co lay nhiém.

- Tét ¢a mau chudn, miu bénh va chai lp chita, ong nghiém
clura deu phai tiét trimg theo 50 tay ve cich xir li ric thai co
nguy co liy nhiém cao hodic xir li theo cic phuong phip
durdri diy,

- Khir tring biing autoclave & 121°C trong 20 phit. Khong
ding phurong phip niy néu mau ¢d kém nude Javen.

- Ngam trong dung dich nude Javen nong dé 1000 ppm it
nhat | gid,

- Chit chudn sau hoan nguyén nén duge bao quan dong di.
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