UMA CO., LTD.
2-19-6 Yokosuka

Muma

Lipids Calibrator

Chat chuin cho Xét nghiém Bilan Lipids

Matsudo, Chiba, Japan M3 hing: 21L603
i 2-8C IVD /it vitro Diagnostics DPONG GOI
# KHONG ding d4 Z 18 thang/irdnh dnh sing Bong khd / Lo 2mL

1. MUC DiCH SUDUNG

Char chuin dimg cho dinh lwgng Bilan Lipids (Measure
HDL-A, LDL-A, TC v TG(T)) trong niu.

Chi sir dung cho xét nghi¢m fn Fitro,

2. THANH PHAN VA DONG GOI1

Lo chiit chuin dang déng khé c6 chira vat ligu lipids chict
xuat tir huyét thanh nguai vai chit dn dinh, cin hodn nguyén
hodn todn vai nude cat irrde khi sir dung.
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Dong goi: Lo chat chudn 2mL (da hoan nguyén)

3. HUONG DAN SU DUNG
Chuidn bj chit chudn Lipids Calibrator.

1. Loai bo n:'ip bao nhom cua lo chat chuan vi nhg
nhang nhic |13p cao su ra khoi miéng lo, trinh dé
virong vii Chdl chuin ra ngodi. Thém chinh xic
2.0mL mrérc cit pha tiém vio lp chiit chuan.

2. Dang nhe nhang nip cao su lgi, sau do dé lp chat
chuin én dinh & nhigt ﬂ:} phong wong 120 phi.
P61 khi dio lo chat chuin dé vit liéu chuin dong
khé tan hodn todn.

3. Hit chit chuin vao dyng cy chira (vi dy eppendor()
dé bao quan vi sir dung sir dyung pipet sach.

Bio qudn

Chit chuin sau hodn nguyén sé co dé bén tiy thude vio diéu
ki¢én bio quan nhir bang dudi diy:
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Pua chit chudn ve nhigt d phong trude khi sir dung.

4. GIA TRI GAN

Tham khao bang gid trj di kém voi timg 16 san pham.

5. BAO QUAN VA HAN SU DUNG
Bio quan: & dicu kién lanh vi tranh dnh sang (2 - 8°C).
Théri han sir dung: 18 thing ké tir ngdy san xut.

Han sir dyung dirgre in trén tem nhiin lo.

6. CANH BAO VA THAN TRONG

- San pham ¢6 thanh phin giong véi huyét thanh ngudi. Cin
thiin trong dé tréanh nguy co iy nhiem tir bénh phim, Khong
dimg migng hit, thoi mau.

- Néu san ph:’l_m bi rd ri, tién hanh khir tring bing con 80 do
vil lau sach dé trinh nguy co liy nhiém,

- Tét ci mau chuin, mau bénh v chai lp chira, fmg nghi¢m
chira déu phai tiét trimg theo 56 tay ve cich xir li ric thii ¢6
nguy co Liy nhiém cao hodic xir li theo cic phuong phip
dudi diy.

- Khir tring bing autoclave & 121°C trong 20 phiit. Khong
ding phurong phip niy néu mau ¢d kém nude Javen.

- Ngam trong dung dich nirde Javen nong dé 1000 ppm it
nhat | gio.

- Chat chuan sau hoan nguyén nén duge bio quin déng di.
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